
MetAmino®

Sample Preparation Workfl ow
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25 µL Sample 
into a new vial 

transfer

10 µL Solution 
with internal 

standards (IS) 
added

Biological sample, (e.g. a biofl uid serum, plasma)

Derivatization step

Liquid–liquid extraction step

25 µL Reducing 
agent (RA) added 

25 µL Basic medium 
(BM) added 

50 µL Reagent 
solution (RDS) 

added

25 µL Catalytic 
medium (CTS) 

added

25 µL Catalytic 
medium (CTS) 

added

Vortex 5–10 sec.
Wait 1 min

Vortex 5–10 sec. Vortex 5–10 sec.

50 µL Extraction 
medium (EM) 

added

25 µL Acidic 
medium (AM) 

added

Transfer the 
upper layer to the 
autosampler vial

Vortex 5–10 sec.Vortex 5–10 sec. Vortex 5–10 sec.
The sample is ready for GC-MS analysis.

Centrifuge 30–60 sec.
at 1500 × g

Note:
The sample preparation time can be reduced if all steps are 
performed in parallel. The detailed sample preparation procedure 
can be found in the User manual.
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Safety Data Sheets (SDS)
www.chromservis.eu/en/safety-data-sheets

MetAmino® Kit Manual
www.chromservis.eu/en/metamino-kit-manual


